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Notes:

1. SYSTEM WEIGHT: 2,791 LBS.

2.

INDICATES LIFTING POINT.

3. %}DENOTES CENTER OF GRAVITY.

SYSTEM CONNECTIONS

DESCRIPTION

INLET LOCATION

DISCHARGE LOCATION

CONDENSATE DRAIN
LOCATION

—H O O—g

TANK DRAIN LOCATION
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