Notes:
1. DISCHARGE MUFFLER WILL BE SHIPPED LOOSE.

2. SYSTEM WEIGHT: 3,528.5 LBS. (INCLUDES FUTURE
EXPANSION PUMP).

3. INDICATES LIFTING POINT.

4. % DENOTES CENTER OF GRAVITY (INCLUDES
FUTURE EXPANSION PUMP).
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Description:

Part Number:

GENERAL ASSEMBLY 6.4HP 4107 8515 76

DX-EXP-TX VSD CLAW VAC SPC [bN: Rev:
240G RECEIVER STANDARD & 02 HOP230420 03
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