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Notes:
1. MAIN DISCONNECT PROVIDED BY OTHER MINIMUM_CIRCUIT_AMPACITY_(MCA)
. - SYSTEM HP 208 V 230 V 380 V 460 V
2. FIELD WIRING TO BE COPPER RATED FOR 75°C MINIMUM.
3. - - - - INDICATES FIELD WIRING OUTSIDE OF CABINET. [1] [2] [5] oB-1 15HP 2(_)8'460\/ 15 HP_ |246.9 AMPS|224.4 AMPS|144.9 AMPS|112.8 AMPS
4. AUXILIARY CONTACTS ON PCB-12 ARE "CLASS 1 CONTROL CIRCUITS. USE SCCR: 65 kA
CLASS 1 CONDUCTORS." = MAXIMUM OVERCURRENT PROTECTION (MOP)
5. AUXILIARY CONTACTS ARE RATED 0.7 Adc/0.7Arms @ 24V MAX. pS—1
UNLESS OTHERWISE NOTED. k(_\(_\( ,/ SYSTEM HP 208 V 230 V 380 V 460 V
6. AUXILIARY CONTACTS CLOSED DURING NORMAL OPERATION. 15 HP 288.8 AMPS |262.5 AMPS |168.8 AMPS [131.3 AMPS
7. THE AMPACITY OF CONDUCTORS SUPPLYING THE CONTROL PANEL
TO BE ROUNDED UP TO THE NEXT SIZE LARGER STANDARD WIRE GAUGE. PENTAPLEX SYSTEM FULL LOAD AMPERES
8. MOP VALUES TO BE ROUNDED DOWN TO THE NEAREST —— T ——— —————————
STANDARD RATING OF THE OVERCURRENT PROTECTION DEVICE. [ svsremtp [ 208v_[ 230v _[380v/50Hz| 460 v _|
9. SHORT CIRCUIT CURRENT RATING (SCCR): 65 kA [ 15 HP [197.0 AMPS[178.2 AMPS[105.0 AMPS [ 89.6 AMPS |
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NI oo LRI I s ——o000— 28 7
FUSE SELECTION CHART (MAX FUSE SIZES SHOWN)
E E SYSTEM HP FUSES 208 V 230 V 380 V 460 V
= 380—460V ONLY 380—460V ONLY = F1L1—F5L1
F1L2—F5L2 6.0 AMPS | 6.0 AMPS | 6.0 AMPS | 6.0 AMPS
& 0 O 5 0 0
n e s u e s F1L3—F5L3 —_ —_ 6.0 AMPS 6.0 AMPS
oy o
;ﬂ"ﬁm__-i- 20 warrs. B ALL F1/ gﬁg/ F4 | 40 awPs | 4.0 AvPs | 4.0 awPs | 4.0 AwPs
Q000 10 P2 0000 0 P4 Jra/ra)
TO P1 gr=1 101 101 - TO P3 F7/F8/F9/F10
PCB-10 :JQ#LMZT},PCB—M PCB—10 g PCB=10 Fi1/F12/F13 | 10 AMP | 1.0 AMP | 1.0 AMP [ 1.0 AWP
SHEET 2 SHEET 2 SHEET 2 SHEET 2 F14 3.0 AMP 3.0 AMP 3.0 AMP | 3.0 AMP
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F14 IS LITTELFUSE 2AG 250V TYPE
DEFAULT PUMP PSI SETTINGS BACKUP PRESSURE SWT SETTINGS
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WILL START AND A LAG ALARM WILL OCCUR.
PUMP PCB S1 POSITION:
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M—SOL  M—5 S OPERATION”,
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Notes:

1. FIELD WIRING TO BE COPPER RATED FOR 75°C MINIMUM.
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Notes:

1. FIELD WIRING TO BE COPPER RATED FOR 75°C MINIMUM.
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Notes:

1. FIELD WIRING TO BE COPPER RATED FOR 75°C MINIMUM. TO PCB—10 J6
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