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1. FLEX HOSES ARE SHIPPED LOOSE.
2. ALL WIRING AND INTAKE MANIFOLD
BETWEEN MODULES SUPPLIED BY OTHERS.

3. !% INDICATES CENTER OF GRAVITY.
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